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AMS 700 MS Series Penile 
Prostheses

The AMS 700 MS Series Penile Prostheses is 
a fluid-filled device that is implanted entirely 
within the body and is not visible.

The prosthesis consists of three components 
connected by tubing (Figure 1): a reservoir, two 
cylinders, and an inflate/deflate pump.

The reservoir is implanted in the lower 
abdomen, under the muscle layer, and filled 
with a sterile saline solution. The reservoir 
holds the fluid until the patient decides to 
inflate the cylinders. 

The two cylinders are inserted side by side in 
the shaft of the penis. 

The pump, consisting of a pump bulb and 
a deflation button, is placed in the scrotum 
(Figure 2).  The pump is used to inflate and 
deflate the cylinders by transferring fluid from 
the reservoir to the cylinders. The pump bulb is 
the rounded part at the bottom of the pump. 
The deflation button is above the bulb on the 
hard, rectangular shape of the pump.
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Using the AMS 700 MS Series 
Penile Prostheses

Inflating the prosthesis
When you squeeze and release the pump 
bulb, the fluid moves from the reservoir, 
through the pump and into the cylinders. 
When the cylinders fill with fluid, the penis 
becomes erect.

1.  Feel for the pump in your scrotum.

2.  Grasp the tubing above the deflation block  
 with one hand, to hold the pump in place.

3.  Use the thumb and forefinger of your other  
 hand to locate the rounded pump bulb.

4.  Initially, squeeze the pump bulb quickly  
 and firmly, and then release it to activate  
 the pump (Figure 3).  The remaining pump
 bulb squeezes can be slower. Releasing
 allows the inflation bulb to refill with fluid.
 Continue to alternate squeezing and
 releasing until the cylinders fill with fluid
 and become erect. Full erection may take
 as few as 10, or as many as 25 squeezes of
 the pump bulb.

Figure 3

Note: Do not
squeeze the
deflation button
while squeezing
the pump bulb.
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Deflating the prosthesis
When you squeeze the deflation button for 
about four seconds the fluid begins to leave 
the cylinders and return to the reservoir. After 
about four seconds release the deflation 
button and the cylinders will return to their 
deflated position. The penis becomes soft.

1.  Feel for the pump in your scrotum.

2.  Grasp the tubing above the deflation block  
 with one hand, to hold the pump in place.

3.  With your other hand, locate the raised  
 deflation button on the deflation block.

4.  To effectively squeeze the deflation button,  
 you must place a thumb and forefinger on  
 opposite sides of the deflation block  
 (Figure 4).

5.   Squeeze the deflation button for about four 
seconds and then release. The cylinders 
will continue to deflate and the penis will 
become soft (flaccid).

 Note:Do not squeeze the deflation button
 while squeezing the pump bulb.

6.  After cylinders have deflated, you may  
 squeeze your penis to make it more flaccid.

Figure 4

4
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What to expect after the procedure

After you leave the hospital, you will be 
encouraged to avoid wearing tight-fitting 
underwear. This helps to prevent any curvature 
in your penis that could occur during healing. 
Likewise, after voiding you should carefully 
retape your penis to the abdomen in the same 
position (straight) that it was in prior to untaping.

You may experience pain or discomfort at the 
operative site(s) during the early time after 
surgery and when you first use your prosthesis. 
In most cases the pain goes away within a few 
weeks of surgery; however, cases of chronic 
(continuing) pain have been reported.

Recovery times vary from patient to patient. 
You will be able to return to work and 
everyday activities at the discretion or 
direction of your urologist.

Your doctor will discuss when you will 
be able to use your device. Most doctors 
recommend that you wait four to six weeks 
before having intercourse. This time allows 
your incision site to heal and help your body 
adapt to your prosthesis. You will probably 
have an appointment with your doctor during 
the recovery period to be sure you are healing 
properly. At your doctor’s discretion, you may 
have additional visits or follow-up from this 
procedure. 

After your doctor says you can begin using the 
device, follow the operating instructions on 
pages 3 & 4.
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During the recovery time and after, take care 
to avoid trauma to the pelvic or abdominal 
area. Always keep in mind that you have had 
a surgical implant and choose your activities 
wisely. Examples of such trauma may include a 
seat belt jolt from a car accident, being tackled 
in contact sports, or slipping and falling on 
ice. Trauma may damage the prosthesis or 
surrounding tissues. Use of injection therapy 
may also damage the prosthesis.

Additionally, your doctor may ask you to take 
antibiotics before and after any dental or 
invasive surgical procedure as a precautionary 
measure to prevent infection. 

What symptoms may indicate that 
I should contact my urologist?

As with any medical procedure, there is the 
possibility that signs and symptoms may
develop after the procedure. 

• Unusual or prolonged pain

• Redness or rash near the incision or scrotum

• Swelling near the incision, scrotum or penis

• Pus coming from the incision or head of 
 the penis

• Hives

• Fever

• Any problems with urination

You should contact your doctor immediately if 
any of these situations occur.
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Solutions for Life®
 For more than 35 years, 

American Medical Systems has provided world-class 
medical devices used for treating pelvic health issues. Over 
the past decade, our reputation for quality and medical 
efficacy has broadened to encompass both devices and 
therapies that restore pelvic health for men and women. 
The medical conditions our solutions address include male 
and female urinary incontinence, erectile dysfunction, 
prostate disorders (including BPH), urethral strictures, pelvic 
organ prolapse and fecal incontinence.

Where can I get more information 
about the AMS 700 MS Series 
Penile Prostheses?

Your best resource is your doctor. Your doctor 
is most familiar with your medical situation 
and can work with you to make sure you 
get the best possible results from the penile 
prosthesis.

You can also call the AMS patient liaison  
at 1-800-328-3881, extension 6261,  
or visit our  Web site at www. 
AmericanMedicalSystems.com.

American Medical Systems, Inc.
World Headquarters

10700 Bren Road West
Minnetonka, MN 55343 
USA
U.S. Toll Free:  800 328-3881 
Phone:  952 930-6000
Fax:  952 930-6157
www.AmericanMedicalSystems.com

American Medical Systems

Europe B.V.

Straatweg 66H
3621 BR Breukelen
THE NETHERLANDS
Phone:  31 346 258 100
Fax:  31 346 258 130
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